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I)  Handling Requirements
•	 Do not use a kit after its expiration date has passed.
•	 Some reagents contain the hazardous compounds guanidine thiocyanate  or guanidine hydrochloride . Do not let these reagents touch 

your skin, eyes, or mucous membranes. If contact does occur, wash the affected area immediately with large amounts of water. If you spill the 
reagents, dilute the spill with water before wiping it up.

•	 Do not allow reagents containing guanidine thiocyanate to mix with sodium hypochlorite solution or strong acids. This mixture can produce a 
highly toxic gas.

II)  Laboratory Procedures
•	 Handle all samples and the resulting waste as if potentially infectious, using safe laboratory procedures. As the sensitivity and titer of potential 

pathogens in the sample material varies, the operator has to optimize pathogen inactivation by the Lysis Buffer or take appropriate measures 
according to local safety regulations. RBC Bioscience  does not warrant that samples treated with Lysis Buffer are completely inactivated and non-
infectious. After sample processing is completed, remove and autoclave all disposable plastics, if you worked with potentially infectious sample 
material.

•	 Do not eat, drink or smoke in the laboratory work area.
•	 Wear protective disposable gloves, laboratory coats and eye protection when handling samples and kit reagents.
•	 Do not use sharp or pointed objects when working with the reagent cartridge, in order to prevent damage of the sealing foil and loss of reagent.
•	 Do not contaminate the reagents with bacteria, virus, or ribonuclease. Use disposable pipettes and RNase-free pipette tips only to remove 

aliquots from reagent bottles. Use the general precautions described in the literature.
•	 Wash hands thoroughly after handling samples and test reagents.

III) Waste Handling
•	 Discard unused reagents and waste in accordance with country, federal,state and local regulations. 

Precautions
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HiYield ™ Plasmid Kit HiYield ™ Plasmid Kit

Cat.No. YPD300
300 mini preps / kit

PD1 Buffer(B046).......................................................................65ml
PD2 Buffer(B047).......................................................................75ml
PD3 Buffer(B048)....................................................................100ml
W1 Buffer....................................................................................130ml
Wash Buffer (concentrated)**.............................................40ml
Elution Buffer...............................................................................30ml
RNase A (50mg/ml)(RN130)...............................................130µl
2ml Collection Tube.............................................................300pcs
PD Cloumn..............................................................................300pcs

Cat.No. YPD100
100  mini preps / kit

PD1 Buffer(B008).......................................................................25ml
PD2 Buffer(B009).......................................................................25ml
PD3 Buffer(B010).......................................................................40ml
W1 Buffer.......................................................................................50ml
Wash Buffer (concentrated)*...............................................25ml
Elution Buffer...............................................................................10ml
RNase A (50mg/ml)(RN050)..................................................50µl
2ml Collection Tube..............................................................100pcs
PD Cloumn...............................................................................100pcs

PD1,2,3 Buffers and RNase A can be purchased separately. (Cat.No. B008~B010 / B046~B048, RN050/RN130)

HiYield™  Plasmid Kit  
Cat.No. YPD100//YPD300

Description
The HiYield™ Plasmid Mini Kit is designed for rapid isolation of plamid or cosmid DNA from 1-4 ml of bacterial cultures. The modified 
alkaline lysis method followed by RNase treatment is utilized to obtain cleared cell lysate with minimal genomic DNA or RNA 
contamination. Silica spin technology coupled with chaotrophic salt provides a reliable DNA binding and elution system. Purified 
DNA is ready for restriction digestion, ligation, PCR and sequencing reaction.

Quality Control
The quality of HiYield™ Plasmid Mini Kit is test on a lot-to-lot basis. The kits are tested by isolation of plasmid DNA from 3ml culture of 
E.coli DH5 transformed with the plasmid pUC19(A600>2units/ml).
More than 20μg of plasmid DNA was quantified with spectrophotometer. 

Reference
Birnboim, H. C., and Doly J. (1997) Nucleic Acids Res. 7, 1513. (2) Vogelstein B., and Gillespie D. (1979) Proc. Natl Acad Sci. USA 76,615.

Note
** For research use only. Not for use in diagnostic or therapeutic procedures. 
** PD3 buffer contains guanidine hydrochloride which is harmful and irritant. During operation, always wear a lab coat, 

disposable gloves and protective goggles.

Kit Contents

Add provided RNase A to PD1 Buffer and store at 4°C up to 6 months. (if more than 6 months, add additional RNase A.) 
If precipitates have formed in PD2 Buffer, warm the buffer at a 37°C waterbath to dissolve.
*     Add 100ml ethanol (96-100%) to Wash Buffer prior to initial use.
**  Add 160ml ethanol (96-100%) to Wash Buffer prior to initial use. 

Sample Source:  Plasmid DNA from Bacteria
Sample Size:  1-4ml of LB broth overnight incubate bacterial cultures
Typical Plasmid Yield : 
Low Copy Number : 0.5-5µg // High Copy Number : 10-20µg (max 30µg)

Maximum Yield Mini System

Preparation time : 20min
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HiYield ™ Plasmid Kit HiYield ™ Plasmid Kit

High Copy Number Protocol

Harvesting
1.	 Transfer 1.5ml of bacterial culture to a microcentrifuge tube (not provided).
2.	 Centrifuge for 1 min at full speed (13,000 rpm) in a microcentrifuge and discard supernatant.

(If more than1.5 ml of bacteria culture is used, repeat the Harvesting Step. For over 4ml, use multiple columns.)

Resuspension
3.	  Add 200μl of PD1 Buffer (RNase A added ) and resuspend the cell pellet by vortexing or pipetting.

Lysis
4.	 Add 200μl of PD2 Buffer and mix gently by inverting the tube 10 times. Do not vortex , avoid shearing genomic DNA.
5.	 Allow mixture to stand for 2 minutes at room temperature until lysate clears.

Neutralization
6.	 Add 300μl of PD3 Buffer and mix immediately by inverting the tube 10 times. Do not vortex.
7.	 Allow mixture to stand for 2 -5 minutes at room temperature.
8.	 Centrifuge for 5-10min at full speed (13,000 rpm).

DNA Binding
9.	 Place a PD Column in a 2ml Collection Tube.
10.	Apply the clear lysate (supernatant) from Step 7 to the PD Column.
11.	Centrifuge at full speed (13,000 rpm) for 30 seconds.

12.	Discard the flow-through and return the PD Column back to the 2ml Collection Tube.

Wash
13.	Add 400μl of W1 Buffer in the PD Column.
14.	Centrifuge at full speed (13,000 rpm) for 30 seconds.
15.	Discard the flow-through and return the PD Column to the 2ml Collection Tube.
16.	Add 600μl of Wash Buffer (ethanol added) to PD Column.
17.	Centrifuge at full speed (13,000 rpm) for 30 Seconds.
18.	Discard the flow-through and return the PD Column to the 2ml Collection Tube.
19.	Centrifuge again for 3 min at full speed to dry the column matrix.

DNA Elution 
20.	Transfer the dried PD Column to a clean 1.5ml microcentrifuge tube (not provided).
21.	Add 50μl of Elution Buffer or ddH2O (pH 8.0-8.5) directly onto the centre of the membrane.

Avoid residual buffer adhering to the wall of the column.
22.	Allow to stand for 2 min until the liquid is absorbed.
23.	Centrifuge for 2 min at full speed (13,000 rpm) to elute plasmid DNA.
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HiYield ™ Plasmid Kit HiYield ™ Plasmid Kit

Add ethanol and RNase A to buffers according to component instructions.
The typical yield is about 0.5-1.0 μg per 1ml culture when preparing low-copy-number plasmid from 
overnight bacterial culture in LB medium. If the plasmid is larger than 30 kb, preheat the Elution Buffer 
to 70°C prior to the Elution Step.

Low Copy Number Protocol

Harvesting
1.	 Harvest up to 10ml of overnight culture by centrifugation.

Resuspension
2.	  Add 400μl of PD1 Buffer (RNase A added) to the tube and resuspend the cell pellet by votexing or pipetting.

Lysis
3.	 Add 400μl of PD2 Buffer and mix gently by inverting the tube 10 times. Do not vortex to avoid shearing genomic DNA.
4.	 Allow mixture to stand for 2 min at room temperature until lysate clears.

Neutralization
5.	 Add 600 μl of PD3 Buffer and mix immediately by inverting the tube 10 times. Do not vortex.
6.	 Allow mixture to stand for 2 -5 minutes at room temperature.
7.	 Centrifuge for 5-10 min at full speed (13,000 rpm).

DNA Binding
8.	 Place a PD Column in a 2ml Collection Tube.
9.	 Apply 750μl of the clear lysate (supernatant) from step 6 to the PD Column.
10.	Centrifuge at 10,000 xg (13,000rpm) for 30 seconds. Discard the flow-through and return the PD Column to the 2ml Collection 

Tube.
11.	Apply the remaining clear lysate to the same PD Column.
12.	Centrifuge at 10,000 xg (13,000rpm) for 30 seconds.
13.	Discard the flow-through and return the PD Column to the 2ml Collection Tube.

Wash
14.	Add 400μl of W1 Buffer in the PD Column.
15.	Centrifuge at 10,000 xg (13,000rpm) for 30 seconds.
16.	Discard the flow-through and return the PD Column to the 2ml Collection Tube.
17.	Add 600μl of Wash Buffer (ethanol added) in the PD Column.
18.	Centrifuge at 10,000 xg (13,000rpm) for 30 seconds.
19.	Discard the flow-through and return the PD Column to the 2ml Collection Tube.
20.	Centrifuge again for 2 min at full speed to dry the column matrix.

DNA Elution 
21.	Transfer the dried PD Column onto a clean microcentrifuge tube (not provided).
22.	Add 50μl of Elution Buffer to the center of the column matrix.

23.	Allow to stand for 2 min until the liquid is absorbed by the matrix.
24.	Centrifuge for 2 min at full speed to elute plasmid DNA.

If plasmid DNA is larger than 10kb, use preheated Elution Buffer (70°C) during Elution Step to improve 
the elution eciency.
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HiYield ™ Plasmid Kit HiYield ™ Plasmid Kit

Incorrect DNA Elution Step
Ensure that Elution Buffer was added and absorbed to the center of PD Column matrix.

Bacterial cells were not lysed completely
Too many bacterial cells were used. If using more than 10A600 units of bacterial culture, separate into multiple tubes.
Following PD3 Buffer addition, break up the precipitate by inverting to ensure higher yield.

Incorrect Wash Buffer
Check to ensure Ethanol was added to Wash Buffer prior to use.

Troubleshooting
Possible Reason/SolutionProblem

Low yield

Eluted DNA does not 
perform well in downstream 
applications

Incomplete DNA Elution
If  plasmid DNA is larger than 10kb, use preheated Elution Buffer (70°C) during Elution Step to improve the elution 
efficiency.

Residual ethanol contamination
After wash step, dry PD Column with additional centrifugation at top speed for 5minutes or incubation at 60°C for 5 
minutes.

RNA Contamination
Prior to using PD1 Buffer, ensure that RNase A was added. If RNase A added PD1 Buffer is out of date, add additional 
RNase A. Too many bacterial cells were used, reduce sample volume.

Genomic DNA contamination
Do not use overgrown bacterial culture.
During PD2 and PD3 Buffer addition, mix gently to prevent genomic DNA shearing.

Nuclease contamination
If host cells have high nuclease activity(e.g.,endA+strains), perform this Optional Wash Step to remove residual nuclease.
After DNA Binding Step, add 200ml of PD3 Buffer to PD Column and incubate for 2 min at room temperature. 
Centrifuge at 6000 xg (8,000rpm) for 30 seconds.
Continue from standard Wash Step.

Wash Step Elution StepCell Lysis

Spin Down 
Bacterial cells

Spin DNA Binding
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Fast ion Plasimd Kit Fast ion Plasimd Kit

Description
The 96-well Plasmid Kit is designed for rapid high throughput isolation of plasmid or cosmid DNA from 1- 2 ml of  bacterial cultures. 
All components and reagents are provided for a complete solution. In the process, the modified alkaline lysis method and RNase A 
treatment are used to obtain cleared cell lysate with minimal genomic DNA and RNA contaminants. In the presence of a chaotropic 
salt, the plasmid DNA in the lysate binds to glass fiber matrix in the Plasmid Binding Plate. The contaminants are washed off with 
an ethanol-based wash buffer and finally, the purified plasmid DNA is eluted by low salt elution buffer or water. The  protocol does 
not require DNA phenol extraction or alcohol precipitation. Typical yields are 5-10 µg for high-copy number plasmid and 0.5-5µg 
for low-copy number plasmids. The entire procedure can be completed within 60 minutes and the purified plasmid DNA is ready for 
restiction digestion, ligation, PCR, and sequencing reaction.

Quality Control
The quality of 96-well Plasmid Kit is tested on a lot-to-lot basis. The kits are tested by isolation of plasmid DNA from 1.5 ml culture 
of E. coli DH5alpha, which contains the plasmid pBluescript (A600>2 units/ ml). More than 8µg of plasmid DNA is quantified with 
apectrophotometer. 

SBS Specifications
This kit conforms to The Society for Biomolecular Screening recommendations.

Protocol
Centrifuge/ Combined Vacuum and Centrifuge

Note
** Buffer contains guanidine hydrochloride which in contact with skin it may be harmful and an irritant. During operation, 

always wear  a lab coat,   disposable gloves, and potective goggles.

Cat.No. YPD96B-2
Evaluation Kit

0.35ml Plasmid Binding Plate.........................................2 Plates
96-well 2ml Sample Plate.................................................4 Plates
96-well PCR Plate..................................................................2 Plates
Sealing Film......................................................................... 10 sheets
PDA1 Buffer..................................................................................25ml 
PDA2 Buffer..................................................................................25ml  
PDA3 Buffer..................................................................................40ml 
Wash Buffer(concentrated)*................................................25ml
W1 Buffer.......................................................................................80 ml         
Elution Buffer..............................................................................30 ml
RNase A (50mg/ml)...................................................................50 µl

Cat.No. YPD96B-4

0.35ml Plasmid Binding Plate.........................................4 Plates
96-well 2ml Sample Plate.................................................8 Plates
96-well PCR Plate..................................................................4 Plates
Sealing Film......................................................................... 20 sheets
PDA1 Buffer..................................................................................50ml 
PDA2 Buffer..................................................................................50ml  
PDA3 Buffer..................................................................................75ml 
Wash Buffer(concentrated)*................................25ml X 2 bot    
W1 Buffer....................................................................................150 ml 
Elution Buffer...............................................................................50 ml
RNase A (50mg/ml)................................................................100 µl

Cat.No. YPD96B-10

0.35ml Plasmid Binding Plate......................................10 Plates
96-well 2ml Sample Plate..............................................20 Plates
96-well PCR Plate................................................................10 Plates
Sealing Film......................................................................... 50 sheets
PDA1 Buffer................................................................................110ml 
PDA2 Buffer................................................................................110ml  
PDA3 Buffer................................................................................180ml 
Wash Buffer(concentrated)*................................25ml X 5 bot    
W1 Buffer....................................................................................400 ml 
Elution Buffer............................................................................100 ml
RNase A (50mg/ml)................................................................220 µl

96-well Plasmid Kit  
Cat.No. YPD96B-2//YPD96B-4//YPD96B-10

Kit Contents

*     Add 100 ml Ethanol (96-100%) to each bottle of Wash Buffer(25ml) prior to initial use.

Centrifuge/Vacuum System

Sample Source:  Plasmid DNA from Bacteria
Sample Size:  1-2ml of  bacterial cultures
Typical Plasmid Yield : 
Low Copy Number : 0.5-5µg // High Copy Number : 5-10µg 

Preparation time : 60min
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Fast ion Plasimd Kit Fast ion Plasimd Kit

Centrifuge Protocol 

Harvesting
1.	 Transfer 1.5 ml of  bacterial culture to each well of a 96-well 2 ml Sample Plate. Seal with Sealing Film.
2.	 Place in a rotor bucket and centrifuge for 5-10 min at 3,500 rpm ( or 1,000-1,500 xg ).
3.	 Remove the supernatant.

Resuspension
4.	 Add 100 μl of PDA1 Buffer (RNase A added) to each well of the plate and resuspend the cell pellet by pipetting or vortexing.

Lysis
5.	 Add 100μl of PDA2 Buffer . Seal firmly with provided new Sealing Film. Mix gently by shaking.
6.	 Allow to stand for 2 minutes at room temperature until lysate clears.

Neutralization
7.	 Add 150 μl of PDA3 Buffer. Seal with provided new Sealing Film. Mix immediately by shaking.
8.	 Centrifuge for 5-10 minutes at 3,500 rpm.

DNA Binding
9.	 Place a 0.35ml Plasmid Binding Plate on top of a clean 96-well 2 ml Sample Plate.
10.	Apply 300 μl of the clear lysate (supernatant) from Step 8 to the 0.35ml Plasmid Binding Plate .
11.	Place in a rotor bucket and centrifuge for 5 min at 3,500 rpm.
12.	Discard the flow-through and return the 0.35ml Plasmid Binding Plate to the 96-well 2 ml Sample Plate.

Wash
13.	Add 250 μl of W1 Buffer into each well of the 0.35ml Plasmid Binding Plate.
14.	Centrifuge 5 min at 3,500 rpm in a centrifuge.
15.	Add 250 μl of Wash Buffer (ethanol added) to each well of the 0.35ml Plasmid Binding Plate to proceed second wash buffer 

step.
16.	Discard the flow-through and return the 0.35ml Plasmid Binding Plate to the 96-well 2 ml Sample Plate.
17.	Add 250 μl of Wash Buffer (ethanol added) to each well of the 0.35ml Plasmid Binding Plate to wash again.
18.	Discard the flow-through and return the 0.35ml Plasmid Binding Plate to the 96-well 2 ml Sample Plate.
19.	Centrifuge 10 min at 3,500 rpm in a centrifuge to remove ethanol residue.

DNA Elution
20.	Place a clean 96-well PCR Plate on top of a 96-well 2 ml Sample Plate for support. Transfer the 0.35ml Plasmid Binding Plate on 

to the top of the 96-well PCR Plate. 96-well PCR Plates are ideal for handling storage of small elution volumes.
21.	Add 50 - 100 μl of Elution Buffer or ddH2O (pH8.0-8.5) into the center of the membrane.
22.	Allow to stand for 2 minutes until Elution Buffer or water has been absorbed by the matrix. Place the entire assembly into the 

rotor bucket.
23.	Centrifuge for 5 minutes at 3,500 rpm in a centrifuge to elute purified DNA into the 96-well PCR Plate. Seal with Sealing Film 

and store at 4°C or -20°C.

Centrifuge requires two plates for balance at all times

Add the provided RNase A to PD 1 Buffer and store at 4°C.
If precipitate forms in PD2 Buffer, warm the buffer in a 37°C water bath to dissolve.
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Fast ion Plasimd Kit Fast ion Plasimd Kit

Combined Vacuum and Centrifuge Protocol

Harvesting
1.	 Transfer 1.5ml of bacterial culture to a 96-well 2ml  Sample Plate. Seal with Sealing Film.
2.	 Centrifuge for 5-10 min at 3,500rpm (or 1,000-1,500 xg).
3.	 Remove the supernatant.

Resuspension
4.	 Add100μl of PDA1Buffer(RNase A added) to each well on the plate and resuspend the cell pellet by pipetting or vortexing.

Lysis
5.	 Add 100μl of PDA2 Buffer. Seal with provided Sealing Film. Mix gently by shaking.

Neutralization
6.	 Add 150μl of PDA3 Buffer. Seal with provided new Sealing Film. Mix immediately by shaking.
7.	 Centrifuge for 5-10 minutes at 3,500 rpm.

DNA Binding
8.	 Place a 0.35ml Plasmid Binding Plate on top of the vacuum manifold. Place a 96-well 2ml Sample Plate inside manifold to 

collect waste.
9.	 Load the clear lysate (supernatant) from Step 8 into the 96-well Plasmid Binding Plate (max. 300μl)
10.	Apply vacuum at 10 inches Hg for 5 min until wells have emptied.

Wash
11.	Add 250μl of W1 Buffer to each well of the 0.35ml Plasmid Binding Plate.
12.	Apply vacuum at 10 inches Hg for 5 min until wells have emptied.
13.	Add 250μl of Wash Buffer (ethanol added) to each well of the 0.35ml Plasmid Binding Plate to proceed second wash buffer 

step.
14.	Apply vacuum at 10 inches Hg for 5 min until wells have emptied.
15.	Add 250μl of Wash Buffer (ethanol added) to each well of the 0.35ml Plasmid Binding Plate to wash again.
16.	Apply vacuum at 10 inches Hg for 5 min until wells have emptied.
17.	Apply vacuum for another 10 min ( or incubate at 60°C for 5-10 min) to remove ethanol residue.

DNA Elution
18.	Place a clean 96-well PCR Plate on top of a 96-well 2 ml Sample Plate. Place this assembly inside the vacuum manifold. 

Transfer the 0.35ml Plasmid Binding Plate onto the top of the vacuum manifold and reassemble the manifold. The bottom of 
the 0.35ml Plasmid Binding Plate is almost touching the top of the 96-well 2ml Sample Plate.

19.	Add 50-100μl of Elution Buffer or ddH2O to the center of the membrane matrix.
20.	Allow to stand for 2 min until Elution Buffer or water is absorbed by the matrix.
21.	Apply vacuum at 10 inches Hg for 5 min until plasmid DNA has fully eluted.
22.	Seal with Sealing Film and store at 4°C or -20°C.

Centrifuge requires two plates for balance at all times.

If less than 96-wells are being utilised per plate, please use Sealing Film to create vacuum.
Add the provided RNase A to PD1 Buffer and store at 4°C.
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Fast ion Plasimd Kit Fast ion Plasimd Kit

Multi Well Vacuum Manifold Plus
Cat.No. YVM96P 

The multi well plate vacuum manifold 
is an aluminum manifold that has been 
designed and optimized for the vacuum 

filtration of the 96-well filter plates. 

*	 Comes complete with the necessary 
O-ring and gasket. The control block 
includes the vacuum pressure gauge, 
vacuum metering valve, vacuum 
release valve, and the 1/4 inch hose 
barb for vacuum line attachment. 

*	 Included with the vacuum manifold 
unit is a spacer block designed to 
a cco m m o d a t e  s t a n d a rd  3 5 0 μ l 
receiver plates. The spacer block has 
been optimized to reduce the space 
between the receiver plate and the 
filter plate during vacuum filtration. 

Multi Well Vacuum Manifold Plus

RBCBioscienceVacuum Manifold Plus

96-well DNA Binding Plate

Spin Column Adapter Board

Spin Column

Vacuum top plate with aperture for 96-well plate

96 Wells PCR Plate

2 ml Deep Well Reservoir

Vacuum base, for Support/Waste plate, 
generalwaste trays, 1.6ml/2ml deep well 
collection plates,plate holders or microtube racks

Vacuum release value

Vacuum Connector
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96 Well Plasmid Kit 96 Well Plasmid Kit

RBC Real Genimic  DNA  Extraction Kit Product  Information
DN

A

CatNo. Product Speci�cation

YGB50 / 100 Genomic DNA Extraction Mini Kit (Blood/Bacteria/Cultured Cells) 50 preps / kit ,100 preps/kit  (RBC Lysis, GB, GT, W1, Wash, Elution) Bu�er, Proteinase K

YGBM10 / 25 Genomic DNA Extraction Maxi Kit (Blood/Bacteria/Cultured Cells) 10 preps/kit , 25 preps/kit (RBC Lysis, GB, W1, Wash, Elution) Bu�er

YGT50 / 100 Genomic DNA Extraction Mini Kit (Tissue) 50 preps/kit , 100 preps/kit  (GT, GB, W1, Wash, Elution) Bu�er, Proteinase K

YGP50 / 100 Genomic DNA Extraction Mini Kit (Plant) 50 preps/kit,100 preps/kit (GP1, GPX1, GP2, GP3, W1, Wash, Elution) Bu�er, RNase A

YGPM10 / 25 Genomic DNA Extraction Maxi Kit (Plant) 10 preps/kit (GP1, GPX1, GP2, GP3, W1, Wash, Elution) Bu�er, RNase A

YGE100 Genomic DNA Extraction Kit (Cell Lysus Bu�er) 100ml/kit (RBC Lysis, Cell Lysis) Bu�er

RBP96B-2 / 4 / 10 96-well Genomic DNA Extraction Kit 2 /4 /10 Binding Plates/kit (GB, W1, Wash, Elution) Bu�er, Proteinase K

YVN50 / 100 Viral Nucleic Acid Extraction Kit 50 preps/kit, 100 preps/kit (VB, W1, Wash) Bu�er, Carrier RNA, RNase-free Water

YVN96B-2/4/10 96-well  Viral Nucleic Acid Extraction Kit Binding Plates, (VB, W1, R-Wash) Bu�er, Carrier RNA, RNase-free Water

YPD100 / 300 HiYield™ Plasmid mini Kit 100 preps/kit , 300 preps/kit (PD1, PD2, PD3, W1, Wash, Elution) Bu�er, RNase A

YPMI10 P/ 25P Fastlon™ Plasmid Midi Advanced Kit (incl. Thimble) 10 preps/kit , 25 preps/kit (PM1, PM2, PM3, PEQ, PWA, PEL) Bu�er, RNaseA, Thimble

YPMI10 / 25 Fastlon™ Plasmid Midi Advanced Kit 10 preps/kit , 25 preps/kit (PM1, PM2, PM3, PEQ, PWA, PEL) Bu�er, RNaseA

YPD96B 96 wall Plasmid Kit 2 /4 /10 Binding Plates/kit (PDA1, PDA2, PDA3, W1, Wash, Elution) Bu�er, RNase A

YDF100 / 300 HiYield™ Gel / PCR DNA Fragments Extraction Kit 100 preps/kit , 300 preps/kit (DF, Wash, Elution) Bu�er

YCG50 G50 Dye Terminator Removal Kit G50 Columns

YCG25 G25 Oligo Clean Up Kit G25 Columns

YDF96B-2 / 4 /10 96 Wall PCR Clean Up Kit 2 /4 /10 Binding Plates/kit  (Binding, Wash, Elution) Bu�er
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RBC Real Genimic  RNA  Extraction Kit Product  Information

RBC Real Genimic  Purification Enzymes Information
YPK10 Proteinase K Proteinase K 10mg/ kit

RN050 RNase A RNase A (50mg/ml) (50μl)

RN013 RNase A RNase A  (50mg/ml) (130μl)

YLY20 Lyaozyme 20mg Lyaozyme 20mg/kit

YLY250 Lyaozyme 1000mg Lyaozyme 250mg/ vial, 4vials / kit

DN050 DNase I (RNase-Free)  (50 tests) DNase I 1500 Kunit (Lyophilized) , Bu�er RDD 4ml , RNase-Free Water 1ml 

RN
A

CatNo. Product Speci�cation

YRB50 / 100 Total RNA Extraction Mini Kit (Blood / Cultured Cell) 50 preps / kit,  100 preps / kit (RBC Lysis, RB, RT, W1, Wash) Bu�er

YRBM 10 / 25 Total RNA Extraction Maxi Kit (Blood / Cultured Cell) 10 preps / kit, 25 preps / kit  (RBC Lysis, RB, RT, W1, Wash) Bu�er

YRP 50 / 100 Total RNA Extraction Mini Kit (Plant) 50 preps / kit,  100 preps / kit (RB, PRB, W1, Wash) Bu�er

YRPM 10 / 25 Total RNA Extraction Maxi Kit (Plant) 10 preps / kit, 25preps / kit  (RB, PRB, W1, Wash) Bu�er

YRT 50 / 100 Total RNA Extraction Mini Kit (Tissue) 50 preps / kit, 100 preps / kit (RB, W1, Wash) Bu�er

YRV50 / 100 Viral RNA Extraction Kit 50 preps / kit, 100 preps / kit (RVB, RVW1, RVW2) Bu�er, Carrier RNA, RNase-Free Water

YVN96B-2 / 4/ 10 96 Well Viral Nucleic Acid Extraction Kit 2 / 4 / 10 Binding Plates/kit (VB, W1, Wash) Bu�er, Carrier RNA, RNase-Free Water

YVM96 Multi Well Vacuum Manifold Plus Multi Well Vacuum Manifold

YCT050 RBC Agarose Band Cutter 50 Pcs. Agarose Band Cutter

To
ta

l R
NA

Pu
ri�

ica
tio

n 
En

zy
m

es

Equipment

Accessories

Vi
ra

lR
NA



19

www.rbcbioscience.com

96 Well Plasmid Kit




